[Biomechanical and flow characteristics of stentless and stented aortic valve bioprostheses].
A comparative investigation of biomechanical and hydrodynamic characteristics of stentless and stented bioprostheses was carried out. It was demonstrated that stentless bioprostheses are functionally superior to stented ones. The differences between biomechanics and hydrodynamics of the examined stentless bioprostheses "BioLab", "AB-Mono-Kemerovo" and DD2 and stented bioprostheses "Wessex", "KemCor" and "Bionox-2" were shown.